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The significance of the high purity gallium (99.9999% Ga) has extremely 
increased together with the rapid spreading of the semi-conductor technics 
(e. g. gallium activated by arsenium). The value of gallium as a by-product 
of the aluminium metallurgy is equal to that of noble metals in case of good 
purity. So the qualification, the analysis of high purity gallium is an important 
task from point of view of economy, too [1]. 
On the initiative of the Research Institute of Metal Industry (PAPP and 
co-workers) the neutron activation analysis of gallium has begun at our insti-
tute. Our programme was to explore the possibilities of employing the non-
destructive test method. 
The main point of the non-destructive test is that the activated sample 
is investigated without chemical separation, purifying, only on ground of the 
intensity, energy and change of radiation in time and from these dates the 
composition of the sample is determined either with the help of correspondingly 
chosen comparator samples (relative method) or calculating taking into con-
sideration the activation circumstances (absolute method). The method is 
suitable, if e. g. the half-life of the active isotope of the element, building the 
principal mass of the studied material, is much shorter, than the half-life of the 
impurities and at the same time the nuclear chemical properties of the active 
products of the impurities are different enough to demonstrate them side by 
side with gamma-ray spectrometry, with measuring the absorption of gamma, 
beta radiation or determining the half-life [2]. 
In the literature of the activation analysis the destructive method is pre-
valent for the time being, but in the newest publication there is an obvious 
tendency to employ the non-destructive method, if it is possible theoretically, 
and the practical requirements (i. e. the length of time) permit it [3]. 
At the destructive activation tests [4-6] the activated impurity ... "ill be 
separated after the activation from the activ principal mass of the material 
with chemical (i.e. precipitation), physicochemical (i.e. distillation, chromatog-
.raphy) or electrochemical (electrolysis) methods. For sake of the efficiency 
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of the separation, generally the method of the reverse isotope dilution is to be 
applied. Inactive isotope of known quantity is added to the actin material, 
and this way abolishing its trace character the separation can be fulfilled effec-
tively. The precondition in applying this method is that the half-life of the 
active isotope should not be so short, as to decompose practically during the 
separation and to have a suitable separation method. In most case the matter 
is the second precondition. 
The destructive activation analysis can be regarded as a generally appli-
cable method the general applicability being its great advantage. But to 
carry it out can be often difficult, complicated, dangerous (radiation protection) 
consequently if possible, the non-destructive test must be regarded, as the more 
favourable. At the same time the destructive method has a disadvantage 
- rarely referred to in the literature - coming essentially from applying the 
isotope dilution method. The active material in question can be got from the 
mixture of acti've isotopes mainly with inverted dilution method. Because of 
the very sensible demonstrability of the active isotopes every active impurity 
(coming from adsorption, building of complexes, inclusions, splashing on, in-
filtration) can unintentionally be measured easily. As the principal mass of the 
material, from which the isotope in question is to he got, is radioactive, the 
danger of impurity rather effecting the results of the measuring is hig and can 
be eliminated in many cases only by long, complicated purification pro-
cesses [7, 8]. 
Our task was more closely to examine the possibilities of applying the 
non-destructive neutron activation method in connection with 2n, Fe, Hg and 
Cu impurities of six 9's purity gallium. 
Table I sho,\'s the nuclear data of Ga, 2n, Fe, Hg and Cu important for 
the non-destructive investigation [2, 9]. 
Studying the literature about activation analysis and gallium no paper 
could he found about the activation investigation of the high purity gallium. 
Comparing the nuclear data of the elements shown in table I it was found 
that in theory there is a possibility for the non-destructive activation determi-
nation of 2n, Fe and Hg, but Cu can be determined only with destructive 
method. (The suitable analytical method has heen elaborated in the Analyti-
cal and Isotope Laboratory of the Research Institute for }Ietallurgy.) In de-
termining 2n, Hg and Fe in Ga the interfering effects in activation were in-
vestigated and it could be stated, that in the present case an interfering possi-
bility is to be taken in account. As the simultaneous presency of Cu and 2n 
has to be taken into consideration, we must have regard for a so-called second 
order reaction [2]. 
A secondary disturbing reaction is spoken about, '\'hen the decompo-
sition product of an activated element of the sample (11, y) gins the inyesti-
gated isotope in the reaction: 
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Principal reaction: AZ (n, y) A+1 Z 
Interfering reaction: A-l(Z - 1) (n, y) A(Z - 1) 
A(Z _ 1) '= AZ (n, ;') A+IZ 
In given case: 
63Cu (n, y) GICU 1°-= 64Zn (n, 1') 65Zn 
Table I 
Activution Radiation Energy 
Tar!!et Occurence (n,y) cross Half-life Xatu.re 
elen;ent !' isotope section 1,', of radiation fJ product:;: CTb:-.m )!eY )l~V 
69 60.2 'i°Ga l.4 21.1111 ,,- 1.65 (99°o) 1.0.J. /) 31 Ga 0.17 
-1 39.8 -:ry -1 H.3h ,,- 0.6 (.J.00(» , 0.63 
31Ga 
'-Ga !J 0.9 (.32°0) 0.S3 
1.5 (ll °0) 2.2 
2.5 (SO (l) 3.1 
3.1 , (9 0,,) 2.5 
64 48.89 65 Zn 0.5 250d K 30Zn j3":- (3°0) 0.32 1.12 
69 Zn '" 0.3 H.8h I O.H 68 18.56 
30Zn 69 Zn 1.0 57nl [3- 0.89 
58 0.31 59Fe 0.3 45.1d [3-
OA6 (5000 ) 1.29 
26Fe 0.26 (50°;') 1.09 
63 
29 Cu 
69.1 6,ICu .J. 12.8h K (.J. 2°0) 1.35 
/3- (39°~) 0.57 
13-i- 0.66 
65 C 30.9 66Cu 2 5.1111 p- 2.6 (91 O~) 29 u 
1.0-1 
1.5 
196H 0.1,'!' 197Hrr* 2900 23h I 0.13 SO g e 
K (3~,0) 0.16 
0.27 
0.19 
197 65h K 0.19 : 0.07 
198Hrr* 10.02 199
Hg 20 ,j.j.m I 0.15 
80 " Hg* 0.36 
ryO? 
- soHg 
29.8 203Hg 2,45 47.9d [3- 0.2 0.28 
204 H O' 6.85 
')0- 0.3 5.5111 [3- 1.8 
80 " 
- ;)Hg 
The cross section of 63CU (n, ],) 64Cu reaction is 4 harn, the fractional iso-
topic abundance of 63Cu is 69,1 %, the half-life is 12,8 hours, 39% of the actiYe 
isotope yield f3-rays. 
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Taking the initial quantity of 10-5 g, the irradiation time 3-5 days, 
the quantity of the active Zn got in the second order reaction does not attain 
the detection level (10- 2 - 10-3 pC). 
The number of active Cu atoms arising during the activation is 
_ cp. . t NEt! = __ -='--__ -.:..c..--=---~_ Cd 1012 
ACt! 
where cp = neutron flux = 1013 n/cm2 s 
(j = reaction cross section = 4.10- 2-1 cm2/n 
III = mass of the isotope = 10-5 g 
NA = Avogadro's number = 6.1023 atoms/g-atom 
ACt! = atomic weight of copper = 63 gig-atom 
fCt! fractional isotopic abundance of Cu-63 
t = activation time (80 hours) in seconds 
Computing with all Cu arised during the activation, the number of Zn 
atoms: 
N zn = N2"u . 0.39· [1 - exp (_ 0,69 t)] ~ 4.1011 
t1/2 Ct! 
The activity of Zn: 
WZn = 'J/. uzn ·1 V Zn - exp - Cd 2.10-· tps .-7, ,,- 11 (. 0.69 t )J 0 
tl/2 Zn 
After the data of Table I the trace elements have several stable isotopes, 
a great part of 'which can be activated parallel (competing nuclear reactions). 
The scheme of the competing (n, y) nuclear reactions [2]: 
. . 1 . A Z ( ) A-'-lZ pnnclpa reactIOn: n, y .. 
competing reactions: A±nZ (n, y) A±n-i-1Z 
i. e. 63CU (n, y) 6JCU principal reaction 
65Cu (n, y) 66Cu competing reaction 
202Hg (n, y) 203Hg principal reaction 
196Hg (n, y) 197Hg competing reaction 
The mistake caused by the competing reactions is negligible in our case because 
only isotopes "with a long half-life are investigated, but the products of the 
competing reactions are of short half-life. 
Activation 
Samples of gallium are placed in ground joint quartz vessels (15 mm dia, 
25 mm height) in 0.1-1 g quantities for irradiation in reactor. The time of 
irradiation was between 2-5 days. 
Neutron flux: 1013 n/cm2xs 
The efficiency of the activation, the number of the developed active nuclei 
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depends beside the neutron flux and the quantity of the material on the half-
period of the developed active isotope, too. For short-lived activation products 
(if t12 is of hour magnitude) about 10 t12 is the best duration of irradiation to 
get the saturation activation. 
In this case - isotopes with long half-life (50-250 days) 'were investigated 
- "le had to be satisfied with, 0.1-0.01 parts of the half-life (2-5 days), as 
an activation time. 
Analytical methods [10, Il] 
1. Determination of tl:::.e half-li,-es. 
2. Determination of the absorption coefficients. 
3. Gamma-ray spectrometry. 
The model diagrams of the determination of the half-life resp. the absorption 
coefficient are shown in Fig. 1-8. 
The employed scalers 
Counting part 
Electronic scaler 
Table II 
DIG 1873 EKeo N 530 F 
3 steps: 1, 10, 100 
Resolution of decades ........... 5 flsec 
6 steps: 1-105 
5 flsec 
Electromechanic counter 
Pulse amplifier 
5 numbers no 
Amplifying ..................... with min. 5 mV and max with min. 200 mV input-
Discriminator 
Resolution time 
Voltage (continuously regulated) .. 
Discriminating accuracy ......... . 
Applied scintillation detectors 
Type of photomultiplier tube ..... 
Diameter of window mm 
Data of current supply 
A-supply ...................... . 
Anode voltage 
Direct voltage 
Amplification 
700 mV input-signal in signal, 25 >< 
6 steps: 100, 200, 500, 
1000, 2000, 5000 >< 
5 f,sec 
.1-70 V 
±0.3 V 
Gamma F 029 
M 12 F S35 
35 
6.3 V 
250 V 10 mA. 
1500 V 0.5 llL~ 
5 flsec 
5-50 V 
±0.2 V 
EKeo N 664 
EMI 9514 S 
60 
6.3 V (1.3 A) 
300 V 25 llL~ stabilized 
1500 V 20 mA 
25, 50, 100, 250, 500, 
1000 >< 
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The basis of the model computing is the 46 and 250 days half-life resp. 
0.16 and 1.2 cm half-thickness of the lead layer. The result of the calculation 
5ho'ws well that a difference of 2 orders of magnitude in the quantity of iso-
topes causes incertainity in the determination. 
r"!2=!J6 d 
t2, fj2=25!Jd 
:5[)!j L~ _____ --=,---
:0 :CO :50 2DO 250 coy 
Fig. 1. Decav CtuYes of mixtures of 
isotopes with ha"lf-liYes of ·16 and 250 days 
lp! d1f/2=D,focmPb 
r"t:::;::::::::;;;;;~t-~fc:-_~r;~~,~o __ ~a~2~fj2? == ~2 cm Pb 
5000 
,---------~--~---=~--
0.5 .'0 15 
Fig. 2. Absorption curves of gamma rays of 0.2 
and 1.1 ~leY energy at different composition 
Fig. 3. Possibility of spectro-copie detection of cOZ n , 59Fe, and ~03Hg (10) 
The possibilities of the spectral separation of the gamma radiation of 
different acti've isotopes are shown in Fig. 3 [10]. 
The measurings - at the present possibilities as pre-investigation 
were made with "Labor" scaler (Type El\IG 1873) fitted out with a scintil-
lation detector, and EKCO scaler with its integrating discriminator (N 530 F 
type. Scaler, :x 664 type scintillation detector). 
The most important data of the equipments are given in Table n. The 
calibration of the measuring instruments was done with 13iCS, l.j.ICe. 60CO, 
spectroscopic comparator and 6.52n, 59Fe, 131J samples. 
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The resolution with EKCO apparatus on Cs-l37 spectrum on 780 V is 
8.6%. 
Table III contains the characteristics of comparators and active isotopes 
of the concerning elements, important for the measuring of radiation [10]. 
Isotope Half-life 
H.leo 282 
137Cs 33 
131J 8.1 
60Co 5.27 
59Fe 4511 1.10: 
65 Zn 245-250 
:'03 ri ;; -+8 
6-1 Cl! 12.8 
72Ga lL3 
Table III 
Energy of gamma~ray 
0.13: (O.OS) 
0.66: 0.032 
0.36 
1.17 : 1.33 
1.29: 0.19: (0.14) 
1.11: (0.51) 
0.28: (0.07) 
0.51 
0.63: 0.83 
Remark.5-
Spectr. comparator 
Spectr. comparator 
Spectr. comparator 
Investigation of gallium samples containing Zn and free from it 
The task was primarily the control of the efficiency of dezincizing. 
The irradiation time was 4-8 hours, the neutron flux: 1013 n/s.em". }Iea-
suyings began 12 clays after finishing the activation, thi:;: time is t = O. 
According to the data of measurements it could be seen, that on the 7th 
day from the beginning of the measuring, Ga was so far decayed, that its ra-
diation cannot be measured. (The original '1cti;-itv level diminished to 10- 10 
times.) 
On the 17th day of the measuring the ratio of the specific activities 
(I11 2) of the samples with Zn (1) and without it (2) was 16, on the 36th day 
16.8, on the 53th day 20.6. 
Data of the measurements are shown on Fig. 5. 
The sample containing Zn and the dezincized one were activated during 
the same period and in the same circumstances. During the measurings 72Ga 
was decayed at both. The difference greater than one order of magnitude at 
the specific activities can come exclusively from the impurities. 
The decay curve of sample 1 shows unambiguously the presence of the 
65Zn of long half-life (t1 2 = 245 days). 
From the decay cun-e of the dezincized sample 2 it can be seen that the 
sample is in first approximation realy free from Zn, the decay cun-e shows the 
presence of an or seYeral isotopes with a half-life of 45-47 days (Hg, Fe). 
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Fig. 4. Spectrum of J3·CS on 780 Y 
fOil 1,"000 
5500 
(t) 
500, 0 ~ __ -.,;;!2~/ -""'-''-<.o __ ........,~ 
5500 IL.. ___ ~_~:--_-:-:: __ --=----:-:::-""-:-
o 10 20 JO W 50 day 
Fig. 5. Decay of activated gallium samples contaminated by Zn(l) and dezincized (2) 
5,00 
4,50 
4,00 
5,30 '----'---'----'--'---' 
o 5 W 0 Xmm 
Fig. 6. Absorption of gamma-rays of active gallium contaminated by zinc (1) and dezincized 
(2) in lead 
The shapes of the absorption curves of samples I and 2 announces that 
the energy of the radiation is rather different at the two samples (Fig. 6). 
The half thickness measured at sample I (12.2 mm) is in good agreement with 
the half thickness measured with 65Zn (12.8). At sample 2 the half thickness is 
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~n 
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80000 
60000 
[KeD 
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Fig. 7. Gamma spectrum of active gallium contaminated by zinc and dezincized. on 750 V 
7 9 It /J 15 17 "9 21 lJ 25 27 29 JI 33 J5 J7 J9 4t ~3 ~5 +'7(IJ 
Fig. 8. Gamma spectrum of G5Zn on 750 V 
-' ":'~C. 
Fig. 9. Gamma spectrum of l3,CS on 750 V 
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1 mm from the first part of the ahsorption curve, at the same time the litera-
ture half thickness of the 0.28 lUeY gamma-rays (Hg) is 1.4 mm. So the ah-
sorption measurings verify the statements that we made as the results of the 
decay tests: there is mainly Zn impurity in sample 1 and in the first line Hg resp. 
Fe in sample 2. 
From the spectrum (Fig. 7) got 'with EKCO apparatus, on ground of the 
calihration spectrums (Fig. 8, 9) it can he seen, that in sample 1 therc is 65Zn 
in great quantity, while the spectrum of the sample 2 shows the prescnce of 
203Hg. 
Investigation of high purity gallium samples 
Two samples of nearly the same weight (sample 1 1.1496 g, sample 2 
1.0150 g) were examined after 72 hours irradiation. The aim of the test was to 
ascertain the possihilities of showing out faults caused by the possible distri-
2600 
2700 
2600 
2500 
2WO t 
23DO r 
2200 ,-' ---~--~-----=,:--to 15 Xmm 5 
Fig. 10. Lead absorption of gamma 
ray!" of high purity gallium sample!" 
Fig. 11. Gamma !"pectra of high purity 
gallium !"ample!" on ,50 Y 
hution unequality of the impurity or by the sampling. The half-lifes were the 
saIne 46 days hetween the limit of error, but at the specific actiyities, the 
ahsorption curns (Fig. 10) and the spectra resp. (Fig. 11) there were differences 
easy to show out. 
The ratio of the specific actiYities was 1.6. 
The cause of the difference between the two high purity Ga samples 
can he the impurity got during sampling resp. the unequal distribution of the 
impurities. The differences hetween the result of the measurings call attention 
to the importancc of sampling carefully, free from impurities hefore actiYation, 
at the same time they show the sensihility of the measuring method as well. 
Non-destructive investigation of Zn, Fe, and Hg impurities 
The actiYation analysis of 8 samples of different purity Ga and of a mix-
ture of Fe-HgO-Zn was done with the three methods mentioned ahove. 
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The half-liycs were calculated from the values measured between 17-49th 
days. On the 17th day there was no '"Ga in measurable quantity. 
In Table Y the measured gross half-lives and the content of Zn calculated 
from the measured half-liyes are shown. 
Ga/!} [r:CD 
In 
7 J H ,'l '3 :7 19 2: 2325272; J! JJ 3537 ]9 ~f 43 ~5 ~7 ~}!!) 
Fig. 12. Gamma "pectrum of acti\-ated "pure" gallium [Ga(l)] on 800 V 
Knowing the gross half-liyes the content of Zn was calculated as follows: 
I = Ii exp I 0.693 ') III _ I ---t - 2exP 
tl.li2 0 ' 
I~ - I O ~ I O 
- 1 2 
tu 2 = 46 days (Fc, Hg) 
t212 = 250 days (Zn) 
t = 32 days 
n = 1- 0.61 ro 
- 0.3 
0.693 i 
-t) 
to 1.'? 
From the intensity characteristic of the Zn content the real quantity of 
Zn 'was calculated. Data necessary for the calculation are: 
1. Counting efficiency. 
2. Thc activity of 65Zn got at the activation circumstances. 
The counting efficiency measured with 137CS and 60CO standards of kno'wn 
activity was 7% with EKCO apparatus on 800 Vat 10 V discriminator voltage. 
The activity of the active isotopes (w) got by t time radiation can be 
calculated: 
w = 
(/). (j. m· NA . if 1 - exp (-- 0.693 t)] 
t112 
A 
7 Periodica Polytechnica Ch. YII/:.!. 
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;c 2; v." [KCO 
800 V 
f250xj 
Fig. 13. Gamma spectrum of activated gallium contaminated by zinc [Ga(2)] on 800 V 
In 
2,0 
1,0 
Se!5! [KeO 
800 V 
f250xi 
Fig. 14. Gamma spectrum of activated gallium contaminated by zinc [Ga(3)] 011 800 V 
1,5 
1,0 
o-;co 
sco;; 
l230x} 
Q51~ ~ 
7 g 11 !J 15 17 ;9 21 23 25 27 2931 33 35 37 39 41 ~3 45 ~7 ~9 W} 
Fig. 15. Gamma spectrum of activated "pure" gallium [Ga(4)] on 800 V 
where m = mass(g); lVA = Avogadro's number: A = atomic weight (g); 
t12 = half-life (day); f = fractional isotopic abundance of the target nuclid 
(gig); cP = neutron flux (n/cm2 • s); (j = the reaction cross section (cm2Jn); 
t = time of irradiation (day); cp = counting efficiency; I = measured intensity 
(see Table IV). 
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Table IV 
Zn Fe Hg 
rp ............... 1013 1013 1013 . 
a 5 10- 25 3 10-25 ? - 10-21 ................ _.;J 
m ................ 10- 3 10-3 10-3 
NA ,_ ............. 6 1023 6 1023 6 1023 
A ................ 64 58 202 
f ... - ............ 0.49 0.003 0.3 
t ................. 3.3 3.3 3.3 
11/2 ............... 245 45 48 
I ( counts ) 100 s. mg 1.6 10
5 3.2 104 7.8 105 
Hg and Fe cannot be separated according to the half-life, therefore it, 
must be supposed in the first step, that there is no Hg and we calculate on Fe, 
20 
;0 
25 
Gal51 [l(CO 
800U 
(250xl 
7 9 rl !J !5 11 19 2: 2J 25 27 29 31 JJ 35 37 39 "I It] 16 47 ,9 (V; 
Fig. 16. Gamma spectrum of activated gallium contaminated by Fe [Ga(5)] 800 V 
or we try to determine the relative quantities of Hg and Fe from spectrometric 
data. 
After the data of Table V the followings can be stated: 
1. The half-life shows well the presence of Zn. (The half-life of "pure" Ga 
is 55 days, that of the samples contaminated by Zn 176 resp. 64 days.) 
2. The value of the specific activities is proportional to the eventual 
change in quantity not only of Zn, but of Fe and Hg, too (column 4). 
3. The simultaneous determination of Fc and Hg is inambiguously pos-
sible only with gamma spectrometry. 
7* 
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Xllmher of Sample j' Ch"cn composition 
1. Ga-(I) pure 
Zn < 0.001% 
2. Ga-(2) +0.025% Zn 
3. Ga-(.3) +0.003°~ Zn 
.1. Ga-(1) pure 
5. Ga-(5) +0.005% Fe 
6. Ga-(6) +O.OOI~o Fe 
7. Ga-(7) pure 
8. Ga-(S) TZn Fe 
9. Fe-Zn-Hg**** 92.-JC':) Fe 
(.50 0 0 ) 
4 .. 6°~ Zn 
(I2So) 
.3.0o~ Hg 
(38 0 0 ) 
L. Cl'. SACY " al. 
Table V 
rc/Ip"'*- , 
1.5.3 14.3 
1.65 1.53 
1.92 
1.73 5.03 
1.81 1.25 
2.02 
1.76 4.1 
3.7-1 
1.63 
1.77 
I. 1.42 
1.95 
t1f'!.*** 
(day) 
Calculated Zn 
1.6· 10' .=10-' 
55 6 . 103 clIOO s = 4 . 10-5 g Znjg 
176 1.6· 105 c/IOO S 3· 10-3 g Zn!g 
64 2 . IOJ cjIOO s = 10- 1 g Zn/g 
55 
47 
45 
45 
57 
3 . 103 c/IOO s = 2 . 10-5 g Znjg 
3 . 103 cllOO s = 2 . 10-5 g Zn!g 
<10-5 g Zn/g 
<:)0-5 g Zn!g 
2 . lot c!IOIJ 5 = 10- 1 g Zn/g 
62 28~o ***** 
"Ratio of intensities measured at 10 and 30 Y discriminator Yoltag('s. 
** Ratio of specific intensities of contaminated Ga and so-called pure Ca. 
*** Half-life determined between 17-49th davs. 
**** Isotope and activity composition at the ;nd of the acti;-ation. 
***** On the 90 th day from the end of the activation 28~ 0 of the whole activity is the 
Zn activity from measured and calculated half-lifes as "ell. 
4·. From the data of the columns 2 and 6 we see, that the content of Zn 
calculated from the half-lives with absolute method (column 6) and that given 
by the Research Institute of Metal Industry (column 2) do not agree. But it is 
to see, too that the contents of Zn in the samples change in parallel. So the 
employing of the relative method gives results in any case. 
The usage of the evaluation of the absorption curves for analysis has 
great difficulties in case of more than one impurity present the evaluation of 
the results of the measurings from point of yie'w of the absorption coefficients 
is sho'wn in Table VI. 
'5 
!:n 
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Table VI 
Sign of Sample 
Ga(l) ........... 
Ga(2) ........... 
Ga(3) ........... 
Ga\,1) ........... 
Ga(5) ........... 
Ga(6) ........... 
Gae) ........... 
Ga(B) ........... 
9(Zn-Fe-Hg) .. 
G5Zn ............ 
snFe ............. 
13iCS ............ 
GOCo ............. 
\ 
I 
3.9 
I 
Absorption coefficient 
(cm- 1) (lead absorbent) 
II 
1.88 0.69 
1.72 0.69 
1.72 0.6-J. 
2.11 0.7-J. 
2.6 0.78 
2.-J. 0.70 
2.6 0.69 
1.97 0.60 
1.22 0.55 
1.6 0.53 
1.6.) 0.-18 
0.92 
0.·15 
Gard} [KCO 
BOO V 
1250,} 
7 9 If fJ 15 17 19 21 23 25 27 29 31 JJ 35 37 39 Itl 1:3 45 ~7 49 IV 
Fig. 17. Gamma spectrum of actiyated gallium contaminated by Fe [Ga(6)] 800 V 
Ln 
7 9 11 13 15 17 19 21 23 25 27 29 31 3335 37 ]9 ~t :.J -: ~ ~ ~_~- ."/ 
Fig. 18. Gamma spectrum of activated "pure" gallium [Ga(7)] on 800 V 
161 
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On the absorption diagrams generally two sections with rather different 
slope can be distinguished. From the absorption coefficients giyen in Table VI 
the yalues determined from section one are marked with I, those determined 
from section two with n. 
Fig. 19. Gamma spectrum of acti\'ated p:allium contaminated by Zn and Fe [Ga(8)] on 800 V 
5 
jn! 
5 
J 
2 
79"a~"mnn8nn~nE»E"U0W~~ 
Fig. :lO. Gamma spectrum of activated Fe-Zn-Hg mixture on 800 V 
Fe-59 
9 It 1J 15 r7 t9 21 2325272931 3335373941 43 45 47 ~g//; 
Fig. 21. Gamma spectrum of 59Fe on 750 Y 
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P" ~ Ig. ::2" Gamma ~pectrulll of active '"pure" gallium [Ga(l)] on 750 V 
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F'" _ zg. 23" Gamma ~pectrum of actiyatcd f!alliulll contaminated by Zn [Ga(2)] on 750 Y 
Fig. 2.J," Gamma spectrum of activated gallium contaminated by Zn [Ga(3)] on 750 V 
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Fig. 25. Gamma speetrum "\Co and 5'Fe oni20 Y 
Evaluating the results the values determined by us with I37CS, GOCo, 59 Fe 
and 65Zn must be taken into consideration and not the literatural ones. 
The spectra were taken with EKCO apparatus at 800, 750 and 720 V 
voltage values, with amplification 250, between 6-50 V discriminator voltages 
(further dv), 'with 2 V discriminator channel. 
On ground of the calibration data it could be stated, that the cutoff vol-
tage is 800 V for 0.6 Me V gamma-rays, 750 V for 1.2 Me V and 720 V for 1.4 Me V 
(i. e. at 50 V discriminator position the intensity diminishes to the order of 
magnitude of the background). The spectra taken on 800 V are shown on Fig. 
12-20. 
The gamma-rays of :!o3Hg (0.28 MeV) can be shown with good certainty 
at 800 V (25 th-), at the same time the 0.51 MeV rays of 65Zn can be found 
(weakly; 39-40 dv). The 0.19l\IeV rays of59Fe, too, can be found in the spec-
trum (17-19 dv); on the end of the spectrum the 0.63 MeV rays of the 7:!Ga can 
be found distinctly (45 dv), as well. 
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Fig. 26. Gamma spectra of active gallium contaminated by zinc [Ga(2,3)] on 720 Y 
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Fig. 27. Gamma spectra of active gallium contaminated by iron [Ga(5,6)] on 720 Y 
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Fig, 28. Gamma spectrum of activated gallium contaminated by iron and zinc [Ga(8)1 on 
720Y 
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Fig. 29. Gamma spectrum of arti,'e Fe-Zn-Hg mixture on 720 Y 
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The spectra show quite \I-ell, that on the 28th day from the end of the 
irradiation the 0.63 :HeV peak of ~~Ga (45 dv) still strongly appears. 36 days 
after the activation the 7~Ga can be still shown, although the falling of the 
intensity is remarkable. It must be said, that no active gallium can he found 
already with other methods. 
The 0.28 MeV (25 dv) top of ~f13Hg appears clearly at the 8 Ga samples 
and at the Fe-Hg-Zn sample as well. So in each gallium sample there is Ga 
of 'well remarkahle quantity. 
The 0.19 MeV rays of 59Fe can be found in each spectrum, but it is more 
difficult, unccrtain to evaluate, than the ~f13Hg. 
The speetra on 750 V (Fig. 21-24) are in the first line for detecting G5Zn 
(1.11 :JleV), hut there, too, the 1.10 MeV peak of 59 Fe can be found. For H5Zn 
the apparatus blocks on 750 V, in presence of 59 Fe it does not. (The apparatus 
did not block at either sample, so there is 59Fe in each one.) The peak of 65Zn 
can be found at 45 dv, that of 59Fe at 41-42 dy. The 0.51 }IeV peak of 65Zn 
is at 21-22 V dv. (-weak). 
The spectrum on 720 V is in the first line for pointing out the 1.10 and 
1.29 MeV energies of 59Fe. The calibration standard generally accepted is GIlCO 
of spectroscopic quality (Fig. 25-29). 
It is interesting, that the radiations of the 3 so-called "pure" Ga samples 
are different. It can be seen 1. in the specific acti-dties 2. in the half-lives, 3. in 
the absorption quantities and 4. in the spectra. 
The differences shov,n reproducibly with seyeral methods call the atten-
tion emphasized to the carefulness 'with measuring and handling the high 
purity samples before irradiation and raise the possibility of the unequal dis-
tribution of the impurities. 
The evaluation of the spectra in simultaneous presence of Fe, Zn and Hg, 
the distorting, disturbing effect of the simultaneous peaks, the simultaneous 
qualltiatative determination of Hg, Fe and Zn, want still further research. On 
ground of the gamma spectrometric results (only pre-experiments because of 
the strongly limited efficiency of our measuring devices) it can be said that the 
task can be soh-ed with amplitude analysator of suitable sensibility. 
Summary 
The qualitative and with suitable standards quantitative determination of Zn, 
Fe and Hg impurities in high purity gallium are possible with the so-called non-destructive 
neutron activation method. After the decay of the bulk of the activated gallium, the Zn. 
Fe and Hg can be simultaneously detected' determining the half-lives, the -;bsorption coef~ 
ficients and the gamma-ray spectrum. 
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